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A comparison of six software packages
for evaluation of solid lung nodules
using semi-automated volumetry:
What is the minimum increase in size to detect
growth in repeated CT examinations
Abstract We compared interexami-
nation variability of CT lung nodule
volumetry with six currently available
semi-automated software packages to
determine the minimum change needed
to detect the growth of solid lung
nodules. We had ethics committee
approval. To simulate a follow-up ex-
amination with zero growth, we per-
formed two low-dose unenhanced CT
scans in 20 patients referred for pul-
monary metastases. Between examina-
tions, patients got off and on the table.
Volumes of all pulmonary noduleswere
determined on both examinations using
six nodule evaluation software
packages. Variability (upper limit of the
95% confidence interval of the Bland-
Altman plot) was calculated for nod-
ules for which segmentation was vi-
sually rated as adequate. We evaluated
214 nodules (mean diameter 10.9 mm,
range 3.3 mm–30.0 mm). Software
packages provided adequate segmen-
tation in 71% to 86% of nodules (p<
0.001). In case of adequate segmenta-
tion, variability in volumetry between
scans ranged from 16.4% to 22.3% for
the various software packages. Vari-
ability with five to six software
packages was significantly less for
nodules ≥8 mm in diameter (range
12.9%-17.1%) than for nodules <8 mm
(range 18.5%-25.6%). Segmented vo-
lumes of each package were compared
to each of the other packages. System-
atic volume differences were detected
in 11/15 comparisons. This hampers
comparison of nodule volumes be-
tween software packages.
Keywords Pulmonary nodule .




Many small lung nodules are incidentally encountered
with the use of thin collimations at multi-row detector
computed tomography (MDCT). They are the major
radiographic indicator of lung cancer and metastatic
disease, despite the fact that most of them are caused by
benign conditions [1–3]. Accurate size and growth
measurements are essential in the differential diagnosis
of these nodules and also in an oncologic setting for
observing the response to therapy.
Nodule volumes can be calculated using semi-automated
nodule volumetry software. Reproducibility of volumes
calculated by such software has been proven to exceed the
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reproducibility of manual diameter measurements on
which the RECIST criteria are based, but such nodule
volumetry programs are still not yet widely implemented
[1, 2]. Until recently, an obstacle for wide implementation
of lung nodule volume measurements was the high rate of
segmentation errors. This discourages the clinician to use
such tools. Currently, new and more sophisticated seg-
mentation software is being developed with the idea of
alleviating this problem.
Volumetric measurements are usually based on segmen-
tation of nodules on thin-section CT data sets and an
algorithm that translates the segmented voxels into a
nodule volume. For synthetic nodules, volumetry with
various commercially available software packages proved
to be very accurate [3]. In vivo accuracy, however, is less
due to less sharply defined nodule borders, motion effects
and complex geometry of adjacent structures. Earlier
studies showed that a large degree of the interexamination
variability of nodule volumetry can be explained by
segmentation errors [4, 5], which were found to be
common in irregularly shaped nodules. Currently, several
software packages have been developed that claim to be
able to adequately segment nodules irrespectively of size,
shape and location. Variation in the results of volumetry
may result in false-positive or false-negative conclusions
with potential serious consequences for the patient. To
avoid overinterpreting random changes in volumetric
measurements, the diagnosis of real growth or regression
typically requires that the difference in measured nodule
size exceeds the upper limit of agreement. This upper limit
of agreement, however, may be dependent on the software
package used.
In this study, we simulated the situation of a baseline
and follow-up chest exam on which a suspicious nodule
was detected and subsequently evaluated by commer-
cially available software for the presence of change. In
order to determine the minimum amount of change
needed to be 95% sure that the change was due to a real
growth, we determined the interexamination variability
with patients scanned twice in the same session and
moved on and off the table. This variability was
influenced by both patient factors (e.g., inspiration
depth) and the software algorithm [4]. Since all software
packages had to segment the same set of nodules, the
approach we chose allows for determining a realistic
number of the amount of change needed that incorporates
all factors seen in clinical routine.
The objective of this study was to compare the
interexamination variability of pulmonary nodule volume-
try on repeat CTs using six currently available semi-
automated software packages for CT. We used a dataset
containing nodules of varying size, morphology and
contact to pulmonary structures in order to define the
upper limit of agreement for each software package and to
determine whether these software packages could be used
interchangeably.
Materials and methods
Patients and nodule selection
The study was approved by our institutional review board,
and written informed consent was obtained from all
patients after explanation about the risks, including the
additional radiation dose. Twenty consecutive adult pa-
tients (15 men, 5 women, 40–84 years old, mean 57 years)
with known pulmonary metastases were enrolled. All
patients visited the oncology outpatient department and
were referred for a chest CT for clinical indications. The
presence of lung metastases had been previously shown on
chest CT or chest radiography. Patients were referred for
chest CT to monitor the effect of anticancer therapy.
Primary tumors were melanoma (n=3), renal cell carcino-
ma (n=6), colorectal cancer (n=5), breast carcinoma (n=
2), prostate cancer (n=1), seminoma (n=1), medullar
thyroid cancer (n=1) and esophageal cancer (n=1).
All solid lesions with a minimum volume of 15 mm3
(corresponding to a diameter of about 3 mm) were
included. Lung masses, defined as nodules exceeding
30 mm in diameter, were excluded from analysis. Nodules
suspected of being metastases were included, as well as
nodules that could potentially have a benign histology.
Completely calcified nodules, however, were excluded.
Only solid nodules were included since non-solid or partly
solid nodules require a different segmentation approach,
and not all of the evaluated segmentation software
packages were developed for this task. A maximum of
50 nodules per patient were included.
To have an independent indication of nodule size, the
maximum diameter of the nodule was measured using an
electronic ruler. Nodules were categorized by size accord-
ing to the Fleischner criteria [6]. Nodule shape was
categorized based on 3D images into spherical, lobulated or
irregular. A nodule was defined as spherical when it had an
approximately constant radius and as lobular when it had a
variable radius, but smooth outer margins. It was defined as
irregular when the outer margins were not smooth.
Attachment to the pleura or pulmonary vessels was noted.
Image acquisition
Two low-dose non-contrast-enhanced chest CTs were
performed, followed by a contrast-enhanced standard-
dose chest CT for clinical purposes. Between the two low-
dose CT examinations, patients were asked to get off and
on the table to simulate the conditions of a repeat CT
examination for follow-up of a pulmonary nodule. Using
this setup, growth or regression of the lung nodules could
reliably be excluded.
All CT data were acquired on a 16-detector-row CT
system (Mx8000 IDT, Philips Medical Systems, Cleveland,
OH) using a spiral mode with 16×0.75-mm collimation.
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The entire chest was examined. CT data were acquired in
full inspiration. Exposure settings for the low-dose
examinations were 30 mAs and 120 kVp or 140 kVp,
depending on the patient’s weight. The corresponding
volume CT dose indices were 2.2 mGy and 3.5 mGy,
respectively. Axial images were reconstructed at 1.0-mm
thickness and 0.7-mm increment, using a moderately soft
reconstruction kernel, the smallest field of view that
included the outer rib margins and a 512×512 matrix.
Lung volume in both examinations was measured using
the lung segmentation algorithm incorperated in the GE
software.
Semi-automated volume measurements of pulmonary
nodules
All nodule measurements were done by a single observer
(2 years of experience in radiology with special interest in
CT lung cancer evaluation). Nodules were identified using
axial thin-slab maximum intensity projections (slab thick-
ness 10 mm) displayed with window/center settings of
1,500/-500 HU. The same nodule was identified on the
follow-up CT images using a printed screenshot.
The following segmentation algorithms were evaluated:
Advantage ALA (GE, v7.4.63), Extended Brilliance
Workspace (Philips, EBW v3.0), Lungcare I (Siemens,
Somaris 5 VB 10A-W), Lungcare II (Siemens, Somaris 5
VE31H), OncoTreat (MEVIS, v1.6), and Vitrea (Vital
images, v3.8.1, lung nodule evaluation add-on included).
For the purpose of anonymization, the characters A to F
were randomly assigned to the various packages.
In all algorithms, segmentation was initiated by clicking
in the center of a nodule, starting a fully automated
evaluation of the nodule. Next, all algorithms segment the
nodule, calculate its volume and present the result. The
segmented area was shown by the various software
packages by a thin line surrounding the area of the nodule
or by a colored overlay. This segmentation was visually
judged for accuracy. In order to minimize observer
influence, only these automated results were used for
comparisons in this study, except for when explicitly
written otherwise.
We did a separate analysis for results obtained using
manual correction of incomplete segmentations. Manual
correction by the user was allowed to correct the segmen-
tation by four of six packages. In case of a mismatch
between nodule and segmentation, this feature was used to
obtain the most precise segmentation feasible. The type of
manual correction varied between the packages (Table 1).
Two packages also allowed for a complete manual
segmentation in case of failure; this feature was not used.
Next, the segmentation was again visually judged for
accuracy.
Evaluation of segmentation accuracy
In order to evaluate segmentation accuracy, all packages
offered a volume-rendered display that could be turned and
a thin-section image in at least one plane that could be
scrolled back and forth. Two packages gave the possibility
to evaluate the segmentation in other planes as well. The
observer visually classified the segmentation accuracy into
four categories: (1) ‘excellent’: excellent segmentation, the
overlay completely matched the nodule; (2) ‘satisfactory’:
although not perfect, the segmented volume is still
representative of the nodule. The maximum mismatch
between overlay and nodule is visually estimated not to
exceed 20% in volume. (3) ‘Poor’: part of the nodule is
segmented, but the segmented volume is not representative
of the nodule (estimated mismatch >20%). (4) ‘Failure’:
No segmentation or the result has no similarity with the
lesion. An example of each classification can be found in
Table 1 Possibilities for manual correction used to correct the semi-automated nodule segmentation for the various software packages
tested in this study
Advantage ALA EBW Lungcare I Lungcare II OncoTreat Vitrea
Manual adjustments to segmentation possible. • • • •
Manually re-drawing (part of) the contour on one section possible,
after which the software recalculates the segmentation.
• •
User can choose to increase/decrease segmented volume, but user
has no influence on how the segmentation will be changed.
• •
User can adjust roundishness, which will effect the strength of an
erosion/dilation step employed to separate lesions from adjacent
pulmonary structures.
•
In our experience, manual correction using the ‘increase/decrease nodule volume’ or ‘adjust roundishness’ functions takes only seconds,
while manually re-drawing a contour can take up to a few minutes. Note that these options may change with newer software versions.
Systems are presented in alphabetic order. In order to anonymize the systems in the results section, a constant but different (randomly
assigned) order (systems A to F) is used for the other tables and figures
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Fig. 1. In order to exclude the influence of failed
segmentations on the reproducibility of a software, nodules
were grouped into ‘adequately’ (group 1 and 2) and
‘inadequately’ (group 3 and 4) segmented nodules.
Inadequately segmented nodules were excluded from the
calculations of inter-examination variability as these
segmentations have no value and greatly influence volume
measurement reproducibility, making meaningful compar-
isons impossible.
Reproducibility of visual assessment of segmenation
The intra- and interobserver reproducibility for the visual
assessment of segmentation accuracy was tested. On one
system, the observer performed the visual assessment twice
with 1 week in between readings. A second observer, a CT
technician with special training in evaluating and reporting
cancer screening CTs with the use of volumetric software
(>4,000 examinations in 3 years), repeated the visual
assessment of the segmentation accuracy as well, on the
same and on a second system. We identified the percentage
of nodules in which the visual assessment of segmentation
changed between adequate and inadequate.
Statistical evaluation
All statistics were calculated using Microsoft Excel XP
(Microsoft, Redmond, Wash.) and the SPSS statistical
software package version 15 (SPSS, Chicago, Ill.).
To assess the effects of inspiration level, we calculated the
Pearson correlation coefficient between the relative difference
and the ratio of lung volumes (first/second examination).
In order to compare the number of adequately segmented
nodules per system, a binominal test was applied, using the
percentage of adequately segmented nodules of the best
system as test proportion.
Differences in volume (ΔV) were calculated by
subtracting the volume measured on the first scan (V1)
from the volume measured on the second scan (V2). This
difference was then normalized with respect to mean
nodule volume to assess relative differences:
ΔVrel ¼ 100%  V2  V1




The histogram of relative differences showed a normal
distribution for all packages (tested with the Kolmogorov-
Fig. 1 Examples of segmenta-
tion quality. a: Excellent
segmentation b: Satisfactory
segmentation. c: Poor segmen-
tation. d: Failed segmentation
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Smirnov test). Because the same nodule was measured
twice on successive chest CTs, a mean relative difference
close to 0 can be expected. In fact, none of the packages
had a mean relative difference higher than 1.1%. We
therefore decided to use only the upper limit of agreement
of the 95% CI of the relative differences as assessed
according to the method proposed by Bland and Altman [7]
as the measure of interexamination variability. An increase
in nodule volume above this upper limit of agreement can,
with 95% confidence, be attributed to real growth.
To compare the various software packages with respect
to interexamination variability, we used an F-test on a
subgroup of nodules that were adequately segmented on
both scans by all packages.
We also tested whether there was a significant difference
in interexamination variability between excellently and
satisfactorily segmented nodules. For each software
package separately, an F-test was used to compare
interexamination variability for all those nodules that
were classified as excellently or satisfactorily segmented
with this specific software.
An F-test was also used to test for differences in
interexamination variability before and after manual cor-
rection by the user.
Influence of nodule diameter on interexamination vari-
ability was tested using one-way ANOVA.
In order to detect systematic differences in measured
volumes between packages, we performed a mixed model
variance analysis of nodule volumes on a subset of nodules
that were adequately segmented by all programs.
Results
Nodule characteristics
A total of 214 solid pulmonary nodules fulfilled the
inclusion criteria. Mean diameter, measured with the
electronic ruler, was 10.9 mm (range 3.3 mm–30.0 mm).
The number of eligible nodules per patient ranged from 0
(no visible metastases visible after therapy) in nine patients
to 50 nodules in one patient, with a median of 19 in the
patients with nodules. The database included 91 round, 39
lobular and 84 irregular nodules. Seventy-six had no
contact to pulmonary structures, 60 were pleura attached,
and 78 nodules were attached to a vessel or to both vessel
and pleura.
Influence of inspirational level on interexamination
variability
Ratio of lung volume between scan 1 and 2 ranged from
81% to 126%, with a mean of 102%, weighted to the
number of nodules per patient. Inspirational level did not
significantly correlate to the relative difference for any of
the software packages. Mean correlation coefficient for all
software packages was -0.11 (p=0.30). Figure 2 shows the
software packages with the weakest and strongest corre-
lation to inspirational level.
Reproducibility of visual assessment of segmentation
accuracy
Both intra- and interobserver reproducibility of the visual
assessment of segmentation accuracywas high. Only for 2 of
214 nodules (1%), the visual assessment of segmentation
changed between adequate and inadequate when the same
observer repeated the measurements. The second observer
changed the accuracy score for 3/214 (1.4%) nodules on the
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Fig. 2 Correlation between ratios of lung volumes (lung volume on
second scan divided by lung volume on first scan) and differences in
measured nodule size. The graphs show the software package with
the strongest correlation (a: software A, r=-0.18, p=0.10) and the
weakest correlation (b: software F, r=0.02, p=0.87)
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Segmentation accuracy
The number of nodules that were segmented adequately by
each individual package varied significantly from between
71% and 86% before manual correction and between 71%
and 98% after correction depending on the software
package used (p<0.001) (Fig. 3).
Interexamination variability
Eighty-nine (42%) of all nodules were adequately
segmented by all packages. In this dataset, interexamina-
tion variability of software packages B and D was
significantly lower than that of package C, E and F. Extent
of variability of package C also differed significantly from
package A (Table 2).
Significant differences were seen in interexamination
variability between excellently and satisfactorily segmen-
ted nodules for three of the six software packages (Table 2).
The overall measurement variability of the software
packages before and after manual correction is given in
Fig. 4. For each individual software package, Fig. 4 shows
the variability for all nodules adequately segmented by this
particular software package. Note that the numbers differ
from those in Table 2 because for each package all
adequately segmented nodules were included and not only
the subset of 89 nodules that were adequately segmented
by all software packages. Compared to the automated
results, the upper limit of agreement did not change
significantly after manual correction for any of the software
packages.
Nodule diameter significantly influenced the extent of
interexamination variability in five out of six software
packages. This influence is shown in Table 2. Due to a low
number of nodules (<40) in the groups smaller than <8 mm,
these categories were combined.
Systematic volume differences
In the dataset of nodules that were adequately segmented by
all packages, mean nodule volume per software packages is
given in Table 2. Themixedmodel variance analysis showed
significant systematic differences in mean volumes in 11 of
the 15 (6*5/2) possible pairs of software packages.
Discussion
In this study we show substantial differences in segmen-
tation performance among six currently available pulmo-
nary nodule segmentation software packages in a dataset of
nodules with a variety in size, morphology and contact to
pulmonary structures. The best package segmented 86% of
all nodules in both the first and the second examination
with excellent or satisfactory accuracy. All software
packages showed similar interexamination variability, but
there were significant differences in absolute nodule
volumes between software packages. Manual correction
substantially improved the number of accurate segmenta-
tions without significantly affecting reproducibility.
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Fig. 3 Comparison of visual rating of segmentation accuracy for the
various software packages. The graph displays the percentage of
nodules for which segmentation was rated “excellent” and/or
“satisfactory” on scan 1 and scan 2. Nodules for which segmentation
was rated “poor” or “failure” on at least one of the scans are
summarized as “inadequately” segmented nodules. a: Displays the
raw results without manual adjustment of nodule contours, while (b)
displays results after manual correction of the segmentation. Note
that systems A and E did not allow for manual correction
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High segmentation accuracy is a prerequisite for adequate
performance of nodule volumetry software. It is obvious that
segmentations that include surrounding structures or do not
include part of a nodule may lead to wrong management
decisions. We found substantial variations in segmentation
accuracy between software packages.
We also found that the differences in variability were
comparatively small when excellent and satisfactory (small
segmentation errors included) segmentations were com-
pared. While there were significant differences between
excellent and satisfactory segmentations in some packages,
these differences were comparatively small and in the order
of the differences between software packages.
In a comparison using the common dataset of 89 nodules
that were adequately segmented by all software packages,
differences between software packages were significant for a
minority of packages, but absolute differences were small
even between these packages. Overall, no system had a
variability of more than 22.3% for the automated volumetry.
In case of an adequate segmentation, an increase inmeasured
nodule volume of more than 22.3% can, with 95% confi-
dence, be attributed to real growth for all software packages
tested. To put this variability into perspective, a volume
difference of 22.3% in a nodule with a diameter of 5 mm
equals a diameter change of only ∼0.3 mm. The RECIST
criteria for progressive disease are a 20% increase in the sum
of the longest diameter of target lesions, equivalent to a 73%
volume increase. The interexamination variability of all
software packages was well below this threshold, which
creates the opportunity to detect progressive disease earlier.
There was, however, a significant difference in absolute
nodule volumes among software packages. This can lead to
variations in management decisions: Software X and Y will
measure higher volume (and thus, effective diameter) than
software Z, for example, and will therefore induce more
aggressive management decisions if recommendations by
the Fleischner society are followed. [6]. Consequently, the
nodule shown in Fig. 5 would be treated differently
depending on the segmentation algorithm used. As shown
in Table 2, the size changes required to detect significant
growth may be substantially greater when different soft-
ware packages are used for baseline and follow-up
evaluation instead of the same package for both examina-
tions. In addition, there is a substantial bias, which means
that the systematic differences in mean volumes can lead to
a situation in which a growing nodule will appear to have
shrunk (e.g., first measurement with software F, second
measurement with software E) or a stable nodule will
appear to have grown (e.g., first measurement with
software E, second measurement with software F).
Diameter size influenced interexamination variability in
five of the six software packages. Variability decreased as
nodule size increased because a small segmentation error has
a larger influence in a small nodule compared to a larger
nodule. It is therefore important to use a larger confidence
interval for small nodules, depending on the software used.
Semi-automated volumetric measurements have been
tested before. Wormanns et al. applied a similar study design
and found a 95% CI for the relative difference of -20.6% to
21.9% using an older version of Lungcare (Siemens,
Somaris/5 VB 10A-W) [5], a version that was also tested in
this study. After exclusion of all nodules that were
inadequately segmented by this particular package, our
results show comparable variability for this particular
package. Kostis et al. used a segmentation algorithm
developed in an academic environment to study variability
of volume measurements [8]. Although all juxtapleural
nodules were excluded, they demonstrated a standard
deviation of the relative differences of 16.1%, which would
amount to an interexamination variability of 31.6%. The
Table 2 Comparison of interexamination variability
Software package
A B C D E F
a. Common dataset 17.0% 13.1% 20.8% 13.4% 20.5% 19.6%
b. Individual datasets
Excellent 15.9% 15.4% 21.0% 13.5% 20.4% 19.5%
Satisfactory 21.9% 18.0% 22.9% 27.6% 19.5% 19.7%
c. Influence of size
<8 mm 21.2% 18.5% 24.9% 19.5% 25.6% 24.5%
≥8 mm 17.1% 14.5% 16.8% 16.1% 12.9% 13.8%
d. Median nodule volume 80 mm3 78 mm3 59 mm3 85 mm3 57 mm3 95 mm3
(a) Variability in the common dataset of 89 nodules that were adequately segmented by all software packages. (b) Variability for the
individual datasets of all nodules that were excellently and satisfactorily segmented by each particular software package. A nodule that was
rated as excellently segmented in one CT examination and satisfactorily in the other was classified as ‘satisfactory.’ Significant differences
are printed bold. (c) Variability for different sizes of nodules, also for the individual datasets. Note that results for different software
packages are therefore not comparable. Significant differences are printed in bold. (d) Median nodule volume in the common dataset of 89
nodules that were sufficiently segmented by all software packages. Despite the fact that the sets contain identical nodules, there are
substantial differences in nodule volumes measured by the various programs
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Advance Lung Analysis (ALA) package fromGEHealthcare
was tested in a similarway, but had a smaller database than the
one used in this study by Goodman et al. [9]. They reported a
variability of 25.6% for this particular package.
Significant differences in variability existed between
excellently and satisfactorily segmented nodules. Still, we
chose to combine these categories for several reasons.
Firstly, although significant, the differences between the
two categories are relatively small. Secondly, we wanted to
mimic daily clinical practice in which a small segmentation
error can be missed easily, and small errors are still
common (Fig. 3). Therefore, including ‘satisfactorily’
segmented nodules will give a more realistic representation
of the variability between two sequential CT scans.
Inspiration depth did not significantly influence vari-
ability of volume measurements on sequential CT
examinations. Nevertheless, a trend was visible towards
smaller nodule size with increasing lung volume. This
effect is small and appears to be substantially less important
than other factors. It only had a marginal influence on the
interexamination variability, as the mean ratio of lung
volume for all patients was close to one. This is also
illustrated by the mean relative difference in nodule volume
between the two examinations, which was no more than
1.1% for any of the software packages.
Our study has limitations. Only one observer did all the
measurements. However, all evaluated software packages
required only a single click on the nodule to start a fully
automated evaluation of the nodules,minimizing the impact of
a human observer. The observer further only influenced the
results by rating the segmentations for accuracy. The reproduc-
ibility tests in this study demonstrated that this rating process
was very reproducible by the same and by a second observer.
The purpose of this study was to compare interexamina-
tion variability. Segmentation accuracy was only visually
assessed. Accuracy of pulmonary nodule segmentation
software has been tested using synthetic nodules and has
been shown to be accurate, although systematic biases were
frequent [3, 10–14]. However, as long as a software package
is consistent in under- or overestimation of a volume, this
will only marginally influence measured growth rates.
Our results are only applicable to images with the same
slice thickness as used in this study. Recent literature suggests




























































Fig. 4 Comparison of overall variability in repeated CT examina-
tions for the various software packages, without (a) and after (b)
manual adjustments. For each package only those nodules were
considered for which segmentation was visually rated as adequate
(excellent or satisfactory on both scans). The percentage of nodules
included in these calculations therefore varied between (a) and (b),
and per software package (see Fig. 3). Overall interexamination
variability is expressed as the upper limit of the 95% CI for the
relative differences between scan 1 and 2. a Variability in repeated
CT examinations (without manual adjustment). b Variability in
repeated CT examinations (after manual adjustments)
Fig. 5 Systematic volume dif-
ferences between software
packages. Although both
packages draw an accurate out-
line around the nodule, (a)
shows a volume of 82 mm3
(diameter ∼5.4 mm), while in
(b) the calculated volume was
only 32 mm3 (diameter
∼3.9 mm)
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that segmentation performance and accuracy are influenced
by this parameter [15]. Whether it also influences inter-
examination variability has not been tested. We chose to use
1.0-mm slice thickness since accuracy is best in thin slices.
The reconstruction kernel has also been shown to influence
accuracy, but these influences were small and clinically
irrelevant [10]. Low-dose imaging was chosen in order to
minimize the radiation burden for the participants. With thin
slices, low dose imaging does not affect the accuracy of
volumetry compared to the standard dose [15, 16].
The segmentations of a nodule in examination 1 and 2
were performed separately, and the operator was blinded for
the results of the assessments. This was done in order to
acquire an objective volume measurement for each nodule.
This did not affect the fully automated measurements, but
this approach could have influenced the variability after
manual correction because it may have concealed obvious
segmentation differences. In clinical practice, a clinician will
frequently view both segmentations together so that obvious
differences will be noted more rapidly. Therefore, variability
might be less in a clinical setting in which parallel viewing of
two sequential CT examinations is used and manual
correction, when available, is used tominimize segmentation
differences. In this study, we mainly included metastases, so
the results may have limitations when transferred to a nodule
suspected of lung cancer. However, the shape of the nodules
was very variable, and they by nomeans only included round
or lobulated lesions: a substantial proportion of nodules
(39%) had irregular contours.
We had only one observer that performed the scoring,
whichmeant that our results include effects of intra-observer
variability, but not inter-observer variability. However, in
clinical practice nodule measurements performed for
follow-up of lesions will frequently be performed by the
same person. In addition, inter-observer variability has been
demonstrated by Wormanns et al. to be almost negligible
compared to the variability caused by other factors [5].
In conclusion, substantial variations in segmentation
performance exist among current lung nodule software
packages. However, in case of a visually adequate
segmentation, the change in nodule volume required to be
95% sure that there is real growth is similar, ranging 16% to
22%, for all software packages. It varies, however, with
nodule size and to a much lesser degree to the difference in
inspirational level. Systematic differences in volume
measurements between packages hamper comparison of
measurement results from different software packages for
evaluation of a single nodule and can influence treatment
decisions. Treatment decisions based on nodule volumetry
need therefore to be based on identical software for
volumetry on baseline and follow-up CT examinations.
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